[Neutrophil chemiluminescence using the Luminometer-1251 device and the Lumograf program].
Luminometer-1251 device in complex with the IBM-PC type computer was used to record the neutrophilic chemiluminescence response. Luminol-dependent chemiluminescent response of human neutrophils treated with phorbol-12-myristate-13-acetate in concentrations from 0.5 to 100 nM was examined over a 5 h incubation period. The results were computer-processed using an authors' program Lumograf. The suggested method may be used to record and process the data of long-coursing processes of chemiluminescence in a large series of samples.